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DEVICE INFORMATION

Serial Number 200001

Hardware Ver v1.0

Software Ver 100

Battery Status 100%

BTLE MAC 000000000000

Plug-in Module ~ pH-ORP

Module Serial
Module MAC 00
Date & Time 2:00

Contains FCC | pH
Humidity
Error Code ORP
Lon, exit
g Chlorine

| e | o |

&IPUE TfX

USER DEFINED CALIBRATION

Target Use + and - to change

1412 uS/em

Start Calibration?

Temp 765 oF

Long press Calib to Exit

User Manua/

USER DEFINED CALIBRATION

Target Use + and - to change
1412 uS/em

Measured

0.00 uS/em

Temp 765 °F
Press Set to Confirm
- m

&IPUE TOX

USER DEFINED CALIBRATION

Targe‘t Use + and - to change
1412 ,s/cm

Measured
1 4 1 2 uS/em

Temp 765 °F

Calibration Success
Long press Calib to Exit
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DEVICE INFORMATION

Serial Number 200001
Hardware Ver v1.0
Software Ver 100
Battery Status 100%
BTLE MAC 000000000000
Plug-in Module ~ pH-ORP
Module Serial 200001
Module MAC Cond boo
Date & Time 2:00
Contains FCC | pH
Humidity
Error Code ORP

Lond Chlorine

&IPUE 1TiX

CHLORINE MEASUREMENT

Mix 10 mL DI water and chlorine
reagent in the sample vial.
Pour mixture into the sample
cell, then press Timer.

mg/L

&) 02:00

Zero Succeed

Long press Read to Exit

&IPUE 11X

User Manua/

CHLORINE MEASUREMENT

Select calibration type

Long press Default to Exit

&IPUE TiX

CHLORINE MEASUREMENT

Press Calib to start
blank calibration

0.00 ..
&) 00:00

Blank calibration success

B
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DEVICE INFORMATION CHLORINE MEASUREMENT CHLORINE CALIBRATION

Serial Number 200001 Select calibration type 0 e e sy Etandar
Hardware Ver — v1.0
Software Ver 100
Battery Status 100% 6.0 ppm secondary standard
BTLE MAC 000000000000
Plug-in Module  pH-ORP ot e atandard
Module Serial 200001
Module MAC Cond  Poo
Date & Time 2:00
Contains FCC I pH
Humidity
Error Code ORP
LongiNRNNNR exit Long press Default to Exit
. v N
&IPUE 16X &IPUE iAX &IPUE iT0X
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CHLORINE MEASUREMENT CHLORINE MEASUREMENT

Dump DI, fill in sample cell Press Calib to start
with 1 ppm Pyxis secondary slope calibration
standard and press Read

== mg/L 1.00 mg/L

Zero Succeed Slope calibration sucess
T BT
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b s ks ik

Serial Number 200001 Select calibration type 1.0 ppm secondary standard
Hardware Ver v1.0
Software Ver 100

Battery Status 100% 6.0 ppm secondary standard

BTLE MAC 000000000000
vy ol Customized standard
Module Serial ——200001

Module MAC Cond  poO
Date & Time 200
Contains FCC I pH
Humidity
Error Code
Long RN exit Long press Default to Exit
&IPUE 16X &IPUE BiX &IPUE B8iX
CHLORINE MEASUREMENT CHLORINE MEASUREMENT
Mix 10 mL standard solution and 0.5 <= Standard <= 10.0

chlorine reagent in the sample
vial. Pour mixture into the
sample cell, then press Timer.

” 1.00

L8 |
® 02:00 Press +/- to adjust value
Zero Succeeded Slope calibration success

Long press Read to Exit
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pH CALIBRATION pH CALIBRATION pH CALIBRATION

d Insert pH7 Buffer d Insert pH& or pH10 Buffer ’ Insert pH10 Buffer
ff‘ Press pH7 after Padlock Icon ff' Press Calib after Padlock Icon ff Press Calib after Padlock Icon
n n Acid standard detected n Base standard detected
A 7.00 [ A 400 [ W 10.00 [
pH7 Calibration success! pH4 Calibration success! pH10 Calibration success!
Press Next button to proceed Press Next button to proceed Completed! Press Exit
| New | e | Nea | Exit | N
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6X8 KZW o] & Y}v
dZ KZW=e 0 }(&Z "Wroii % Vv *}vEZ KZW

e 0 }(8Z 0] & Y}ved v E X &
}(TTius (}JE&SZ }uu}lve}l oo0[**S Vv E Sin¢E

]+ v§ E JvsZz }A o] EY

E %}ES CS8Z "Wroiil LE o] EVY}v]*E (€ v §}8Z PI P o~iD < 0
A op }(ifius]e + }vEZ PIPo~iD<oeE& (E vV o $E} X /(38Z A ou

Z "Wroii]J* €& ( € v §}8Z

0] & Y}v]+di6usUSZ KZWA op E %}ES C§
376 us STAE (JESZ «} oo0f[+§v & ], =+ X

dZ A op ¢«]vsZ (}Joo}A]JvPS o v pupe 8} }JVA E35Z PIPOE (E vV o0
§}8Z A, r o KZWA opu Xd}} $]vsz ~, r « KZWA op U §Z vpu E v §

E *«%}v ]JvP PIPOE (EvVv o SE} r « Aop Xdipe 8Z 8 o USZ 3 u%
sJopuYlvu su@E C3EZ "Wroiiupsd pe X

d o AX
d u% E SHEZEEPIfPe0o ~iD< 0+ PIP o~iD<oes PIP g~ SpE VY}v<
006 ~Tie =11 =111 =111
66 ~The =1ii =116 =160
00 ~ilie =116 =11 =i60
Zhe 8Z 3 U% €& SHE u *puE C3Z "WroiiX

AWroiihe ED v 0 EA] >%CAE]mo=i%gaos1iiirdidoo i


mailto:service@pyxis-lab.com

Pyxis User Marnua/

&}00}A EZ 3 %+ 0}A3} EEC}IU3 VvKZW o] E YIivWw
iX W}A @ }vEZ "WroiiOk %eE +]vP

X W(%O:I'KZ@-é}-A]é Z38}3Z % ,IKZWu <pE u vidu} XdzZ]eAlJoo upsju Y
§Z %0 ,IKZW u} po X dZ Jv ] 3}E o]PZSPPIEN vulvpe AZdwP AZ v %}A E
}JvX dZ u Jvu} po }(3Z ~Wroii Aloo p3ju Y 00C }vv 8 L E3Z % ,IKZ
%O}A E M %o X

iX Kv }vv § USZ IPE}¥ov]v JoEE(}V 8} % rEJPZS }EV E }(EZ ]*%o0
(E}JuPdifsv 82 Jv ] 8}E0]PZE}VvEZ % ,IKZWu} po ]38 o(AJoo Z v
V G ¢Z]JvPX dZ % E&}u%Su e P ] ’§ ] X

OX Kv 8Z u *pE u v3e E Ju%o § USZ A op AjJoo ]*% o0 C v §Z
]’ %0 %0 GEE&]PHGE 00X

AX WEOoGoK) » 3} 0 uv Z%Z /E&KZD d/KE vX

o X WCEo-]@- Y §}ZIPKXAWD$ & Y}v]vsEZ « 0 Y}vap~&]PpCE fileX
O6X W@} 0 pv ZKZW >/ Z /KE v ~§1PUE fiieX

60X he{<) s vr{>)+ 3} ip+83Z KZWA op 3}u § Z3Z KZW+5 v &E u+ X

0 X WCEo-]-.-X dZ u e+ PO"E Y}v uA]Joo %% E}vsZ %00 C~&]JPUE 7

iiX KZW 0] & Y}v]e }u%o éo}(v@}%ﬂiEéu-GEv §} %o, IKZW u} X

MEASUREMENT e Q)1
0 DEVICE INFORMATION

pH ORP Serial Number 200001
Hardware Ver vi0
7.00 1 00 mv Software Ver 100
Battery Status 100%
. o BTLE MAC 000000000000
Cond UCt“"ty Plug-inModule  pH-ORP
Module Serial 200001
0.0 uS/em Module MAC Cond  Poo
Date & Time 2:00
Tem p Contains FCC | pH
Humidity
5 Error Code ORP
70.7 = 215« - I
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ORP CALIBRATION ORP CALIBRATION

229 229
100 | 229

Calibration Success

Long press Calib to Exit Long press Calib to Exit
EEENLS EEENES
&IPUE AiX &]PUE ATX

4 Al IV(}EuU Y}v v ] Pv}e]e

dZ s/ /E&KZD d/KE v]eo pv Z éIZ’\-]-%oCE ee Jv ]3Z ESZ }v u YA]S
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DEVICE INFORMATION SYSTEM DIAGNOSIS

Serial Number 200001 1] o
Hardware Ver v1i0 [2] 1900 6] 754
Software Ver 100 [3] 1800 71
Battery Status  100% [4] 120 (8]
BTLE MAC 000000000000 [5] 1500
Plug-in Module  pH-ORP
Module Serial 200001
Module MAC 000000000000
Date & Time 00/00/00 12:00
Contains FCC ID 000000000
Hurnidity 341
Eror Code 0x00
Long Press Pair to exit
232 2040 20156 200345
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SYSTEM DIAGNOSIS SYSTEM DIAGNOSIS SYSTEM DIAGNOSIS
moo oo m oo
[2] 1900 [6] 754 [2] 1900 [6] 754 [2] 1900 (6] 754
[3] 1800 71 [E]] 1800 71 [3] 1800 71
[4] 0 o [«] 120 18l [4] 120 I8l

38 Cleanliness Check [s] 1500 [s] 1500

Put DI into sample cell
Click Confirm button

Sample cell fouled
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Confirm

Restore Factory Settings?

N I

&IPUE AO6X &]PUE 16X

AWroiihe ED v 0 EA] >%CAE]mo=i%gaos1iiirdidoo Tfi


mailto:service@pyxis-lab.com

Pyxis User Marnua/

8 he A]SZUWC/AE]s D} Jo %o %o
6Xi }Avo} PWCAE]s D} ]Jo %o %o
JAVO} UWC D10 %o %o (RERD %o %} EF}EEO WO C

PyxiIs

&IPUE 01X

AWroiihe ED v 0 EA] >%CAE]mo=i%gaos1iiirdidoo


mailto:service@pyxis-lab.com

PyXx is User Marnua/

6X7T }vv YVPS}UWCAE]s D} ]Jo %o %o
Jvv §8Z AWroii 3} u) Jo eu EZ %Z}v  }E JVP 3} 3Z (JOO}AJVP ¢3 %W

iX &}00}ASZ 5[ %ot [II3ZZ JVvVv YIv3S)e AJ}ved}u | $Z ~Wroii ]J* }JA E o X
TX K%UWCDY]o %o %o X

iX KWWCABF]o %% U %poo }AVvE}E (E «Z5Z o0]*5}( AJo o WCAE]. A]
8X /(8Z }vv Y}v]eep ee(poU3Z ~Wroii v ]8«” E] o Epu[ E ~"E+AJoo0
AX WE «3WFAIT JuxXP

all Verizon & 10:33 AM

uPyxis

Level Sensor sN:19..

Ultrasonic Level Sensor

14.37in Broadcast
SP-600  sN:200050
SP-600

v1.0r402 Ready

Devices My
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all Verizon 11:37 AM

< uPyxis SP-600

Device Name SP-600

Set Name
Serial Number SN: 002
Hardware Version v1.1
Firmware Version v1.0r377

Check Update

td

System Setting Datalog
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